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BAODING ZHUOSHU MEDICAL DEVICE MANUFACTURING CO., LTD. 

RENLI VILLAGE, ANSU TOWN, XUSHUI DISTRICT, BAODING CITY. 
 
 

The following sample(s) was/were submitted and identified on behalf of the client as: 
 

     
 

Sample Description : (A)Filtering half mask 
 

 
 

Sample Color : (A)white 
 

 

Model No. : ZS2099 
 

 

Manufacturer : Baoding Zhuoshu medical device manufacturing Co., Ltd. 
 

 

Country of Origin : China 
 

 

Country of Destination : EUR 
 

 

Specifications : 14cmx10cm 
 

 
 

Sample Receiving Date : May 22, 2020 
 

 

Testing Period : May 22, 2020 – Jul 03, 2020 
 

     
 

Test Result(s) : Unless otherwise  stated the results shown in this test report refer only to the 
sample(s) tested, for further details, please refer to the following page(s). 

 

 
 

Test Performed : Selected test(s) as requested by applicant  
 

 
 
Conclusion: 
Sample No. Recommendation Level 
(A) FFP1 NR 
 
 
 
 
 
 
 
 

Signed for and on behalf of 
 

 

SGS-CSTC Standards Technical Services (Shanghai) Co., Ltd Testing Center 
 

      
    

      
      
 

Sara Guo (Account Executive) 
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