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Intertek Testing Services Shenzhen Ltd. Guangzhou Branch 
深圳天祥质量技术服务有限公司广州分公司 

 

Room 02, 1-8/F & Room 01, E101/E201/E301/E401/E501/E601/E701/E801, 
No.7-2, Caipin Road, Guangzhou Science City, GETDD, Guangzhou, China 
中国广州经济技术开发区科学城彩频路 7 号之二第 1－8 层 02 房、01 房
101、 
E201、E301、E401、E501、E601、E701、E801 
Tel: +86 20 8213 9001 Fax: +86 20 8208 9909 Postcode: 510663 

 

3/F., Hengyun Building, 235 Kaifa Ave., Guangzhou 
 

Economic & Technological Development District, Guangzhou, China 
 

中国广州经济技开发区开发大道 235 号恒运大厦 3 楼 
 

Tel: +86 20 8396 6868 Fax: +86 20 8222 8169 Postcode: 510730 

 
 

 
Report Ref: GZHT02311828-S2 THIS IS TO SUPERSEDE REPORT NO. 

GZHT02311828-S1 DATED Jul 22, 2020 
Date received: Jul 06, 2020 Date Issued: Aug 12, 2020 
 
Company Name: BAODING YINHONG YUHE MEDICAL DEVICE MANUFACTURING CO., LTD 
Address: NANLONGSHAN VILLAGE, DAWANGDIAN 

INDUSTRIAL PARK, XUSHUI DISTRICT 
BAODING CITY, HEBEI PROVINCE, CHINA 
  

  
Contact Name: 徐晓明   Xiaoming Xu 
  
 
 

The Following Sample Was Submitted And Identified By/On Behalf Of The Applicant As:  
End Uses  : Non-Sterile Medical Face Mask 
Ratings  : Type IIR 
Sample Name  : Filtering Half Mask 
Size  : 14cmx10cm 
Colour  : White 
Standard  : EN 14683:2019+AC:2019 
Manufacture  : BAODING YINHONG YUHE MEDICAL DEVICE MANUFACTURING CO., LTD 
Brand  : YINHONG 
Date received/ Test Started : Jul 06, 2020 
Ref                 : YH/YY-19/MD95 

 
    Test was conducted on specific items, at our client's request. 
  
 


